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Abstract 

A chemiluminescent immunoassay for human serum Cystatin C (Cys C) was established using a direct-antibody 
sandwich model. The immunoassay kit uses magnetic separation technology, using magnetic particles as the reaction 
solid phase, alkaline phosphatase as the marker enzyme, and a new chemiluminescent substrate APLS as the sub-
strate. It has the characteristics of high sensitivity and short reaction time. This product uses high-affinity antibod-
ies, resulting in a high specificity. The established method showed good accuracy, uniformity, and stability. The 
limit of detection was 2.39 ng/mL. The intra-assay coefficient of variation (CV) was 3.36%–6.00%, the interassay CV 
was 4.12%–5.35%, and the recovery rate was 99.07%. The correlation coefficient (r) of Cys-C kit was 0.999388 ≥ 0.9900. 
The accuracy of the developed method was tested by automatic chemiluminescence instrument (P > 0.05). The low-
est titer was 0.92500, and the highest was 1.10000. The developed method showed a good correlation with the prod-
uct from Roche by comparing these two kits in 240 clinical samples from China. In total, 1392 clinical patient 
from China samples were measured using the reagent kit developed in this study.
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Introduction
Clinical evaluation of renal disease progression and 
severity is generally based on renal function, which is 
generally reflected by glomerular filtration rate (GFR) [1–
3]. GFR is a rate, that represents the flow of plasma from 
the glomerulus into Bowman’s space over a specified 
period and is the chief measure of kidney function [2]. 

GFR is the amount of plasma that passes through the glo-
meruli over a given period of time (defined as the amount 
of plasma that the kidneys clear from the body per unit of 
time, usually in (mL/min) [4, 5]. It can not be measured 
directly and must be reflected by the kidney clearance of 
a substance [1]. According to the source of GFR mark-
ers, it can be divided into exogenous and endogenous. 
The determination method of exogenous marker kidney 
clearance rate is regarded as the "gold standard" of GFR 
evaluation [1, 6]. However, there are many shortcom-
ings, for example, the detection methods of colloidal gold 
method and immunochromatography were complex and 
the detection result is insensitive, inaccurate, imprecise 
[7].  Endogenous markers are the most commonly used 
indicators in evaluating glomerular filtration function [7, 
8]. Fortunately, Serum Cys C basically met the require-
ments of ideal endogenous GFR markers, and was thus 
used as a new sensitive indicator to evaluate GFR [9–11].
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Nowadays, the well-established endogenous biomarker 
for GFR includes Cys-C, serum creatinine (SCr), creati-
nine clearance (CCr) and β2-microglobulin (β2-MG). 
SCr levels were reported to be influenced by the muscle 
mass, age and sex [12]. More importantly, 60–70% of 
kidney functional units were already damaged when SCr 
levels were aberrantly upregulated which suggested that 
SCr levels were lack of sensitivity [13]. During clinical 
diagnosis, urine collection and storage conditions could 
cause large differences in CCr levels which indicated that 
CCr levels were not stable enough [14]. As for β2-MG, 
its levels were affected by multiple factors, like inflam-
mation, haematopoietic cell changes, malignancy, and 
immunosuppressive agents [14, 15]. These descriptions 
were added in the introduction and highlighted in red. 
Here, Cys C is one of the cysteine protease inhibitor pro-
teins, also known as γ-microprotein and γ-postglobulin 
[16–18]. The gene encoding Cys C belongs to the stew-
ard gene, which can be continuously transcribed and 
expressed in all nuclear cells at a constant rate without 
tissue specificity [16]. Notably, unlike above mentioned 
factors, Cys C can be produced at a constant rate in the 
body and coexist in various body fluids, especially in 
cerebrospinal fluid and seminal plasma, with the lowest 
content in urine, which is not affected by age, gender, 
weight, inflammation and other factors [16, 19, 20]. It is 
a low molecular weight, basic, non-glycosylated protein 
encoded by the CST3 gene with a molecular weight of 
13.3  kDa, consisting of 122 amino acid residues [16]. It 
also carries a positive charge under physiological condi-
tions, can be freely filtered out of the glomeruli, is com-
pletely reabsorbed by the renal tubular epithelial cells 
and degraded intracellularly, and does not return to the 
blood [16]. Notably, it is an endogenous marker reflect-
ing changes in GFR and reabsorbed in the proximal 
tubule, but is completely metabolized and decomposed 
after reabsorption and does not return to the blood [9, 
21]. Compared with creatinine, its blood concentration 
is only determined by glomerular filtration, and is not 
influenced by any external factors, such as gender, age or 
diet [21, 22]. Therefore, it is an ideal homologous marker 
to reflect changes in GFR [9, 23]. Currently most of the 
methodologies used for the clinical detection of Cys-C 
are immunochromatographic and colloidal gold meth-
ods. The fact that these two methods are mainly based 
on solid-phase reactions leads to a lack of sensitivity, 
accuracy and precision in clinical applications [24, 25]. 
In contrast to these two methods, chemiluminescence is 
based on liquid-phase reaction which makes it can give 
sufficient contact area and chance between substrate and 
reactants and therefore has obvious advantages in linear 
range, sensitivity, precision, accuracy and good detection 
stability, and the detection is fast and convenient with 

fully automated instruments [26]. In this study, a sand-
wich chemiluminescence assay was established to test the 
Cys C in the human serum.

Materials and methods
In brief, this section mainly demonstrated the com-
position of the kit (Reagents and Materials section), 
preparation process of the relevant reagents (Reagent 
Component Preparation section) and the operating Pro-
cedure of the kit (Method Procedure section).

Reagents and materials
Cys-C antibody conjugations for anti-reagent produc-
tion, including fluorescein isothiocyanate (FITC)-labeled 
Cys-C antibody conjugations (Anti-Cys-C FITC, 0.8 μg/
mL) and alkaline phosphatase (AP)-labeled Cys-C anti-
body conjugations (Anti-Cys-C AP, 0.5  μg/mL), mag-
netic particle coupling of anti-fluorescein isothiocyanate 
antibody (magnetic particle-anti-FITC antibody) and 
Cys-C recombinant antigen were purchased from Bei-
jing Zecheng Biotechnology (Beijing, China); BSA is pur-
chased from ROCHE (Germany); newborn calf serum is 
purchased from GIBCO (New York, USA); chemilumi-
nescent substrate solution for automatic immunoassay, 
cleaning solution for chemiluminescent system, pipeline 
cleaning solution are purchased from Zecheng Biotech-
nology (Beijing, China); Magnetic particle reagent are 
purchased from BIOMAG Biotechnology (Wuxi, China); 
an automatic chemiluminescence analyzer is supplied by 
Zecheng Biotechnology from China.

Reagent component preparation
Requirements for the sample
This kit uses serum as the test specimen, and it is rec-
ommended to collect 5.0 ml of venous blood into a glass 
tube and either stand at room temperature or centrifuge 
to separate the serum portion. Avoid using serum sam-
ples with severe hemolysis, hyperlipidemia and high alka-
line phosphatase activity. The sample size should not be 
less than 200 μL, and the serum sample should be diluted 
as 1: 100 with sample diluent.

Characterisation of Cys‑C antibody conjugate
Anti-reagent A: The Anti-Cys-C-FITC antibody con-
jugate labeled by fluorescein isothiocyanate (FITC) is 
dialysed into BSA buffer (pH = 8.0) in a certain concen-
tration ratio. Anti-reagent B: alkaline phosphatase (AP) 
labeled Cys-C antibody conjugate (Anti-Cys-C-AP) is 
dialysed into BSA buffer (pH = 8.0) in a certain concen-
tration ratio. The absorbance of the antibody was meas-
ured at 280  nm by ultraviolet spectrophotometer, and 
the concentration and recovery rate were calculated. The 
concentrations of Anti-Cys-C-FITC and Anti-Cys-C-AP 
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were 1.45  mg/mL and 2.3  mg/mL, and the recoveries 
were 102.07% and 103.04%, respectively. The function of 
the Cys-C antibody conjugate was detected by the con-
firmed sandwich method. The concentration of Anti-
Cys-C-AP was 0.5  μg/mL, when the concentration of 
Anti-Cys-C-FITC was 0.8 μg/mL, the curve gradient was 
good. The results showed that the antibody pair was suit-
able for this detection system with strong specificity and 
high sensitivity (Table 1).

Characterisation of Cys‑C antigen
The Cys-C antigen concentration was measured by the 
immunoassay kit, and the EKONZYME magnetic sepa-
ration enzyme-linked quantitative immunoassay kit was 
used for detection. The recovery rate of the selected 
Cys-C antigen was 99.07%.

Characterisation of Cys‑C calibrators and quality control 
products
Accurately weigh a certain amount of Cys-C dissolved 
in BSA buffer to produce Cys-C calibrator (pH = 7.5) /
quality (pH = 7.0) control product concentrate for use; 
buffers containing bovine serum were added with dif-
ferent amounts of Cys-C calibrators/quality control 
product concentrates to produce a calibrator/quality 
control product of the specified concentration. The cal-
ibrators/quality control products were assigned using 
the working reference of national Standard product 
traceability (WRS).

General reagent production process
The luminescence gradients of each point of the calibra-
tor at different concentrations were compared. Finally, 
the working concentration of magnetic particle reagent 
was determined to be 3.0 mg/mL, the content of BSA and 
Tween 20 added to the buffer of magnetic particle rea-
gent were determined to be 0.5% and 0.25%.

Optimisation of reaction conditions
This kit uses the direct sandwich principle, where fluo-
rescein isothiocyanate (FITC) labeled Cys-C antibody is 
combined with alkaline phosphatase (AP) labeled Cys-C 
paired antibody to form a "sandwich" complex with Cys-C 
in the sample, calibrator or quality control product. The 

antigen–antibody immune complex was bound to the mag-
netic particle with anti-FITC antibody as the solid phase of 
the immune response through the specific binding of anti-
FITC antibody and FITC. The luminescence intensity of the 
reaction was measured by chemiluminescence enzyme-
linked immunoassay and chemiluminescence apparatus. 
Within the detection range, the luminescence intensity was 
proportional to the content of Cys-C in the sample, and the 
concentration of Cys-C in the sample could be calculated 
using the modified four-parameter Logistic equation fit-
ting. In this study, sample size, reaction temperature, reac-
tion system and other conditions were optimized.

Method procedure
Add 20 μL of calibration, test samples and quality control 
products into the reaction cup, then add 30 μL of anti-
reagent A (anti-Cys-C-FITC) and 30 μL of anti-reagent B 
(anti-Cys-C-AP), mix well and react at 37℃ temperature 
bath for 5  min, add 30 μL of magnetic particle reagent, 
mix and react at 37℃ temperature bath for 5 min, add 300 
μL of cleaning solution for chemiluminescence system, 
mix well, Repeat this step 3 times for magnetic separation 
and cleaning of the reactants. Finally, add chemilumines-
cent substrate solution for automatic immunoassay for 
luminescence value detection and concentration values 
are calculated if the calibrator curve is available.

Performance test method
Limitation of detection
The zero calibrator was repeated for no less than 10 
times, and the mean 

(

X
)

 and standard deviation (SD) of 
the RLUs were calculated. The reaction amount X+2SD  
was substituted into the dose–response curve to calcu-
late the corresponding concentration value.

Precision and recovery
To test the precise and optimize the detection conditions, 
two standard samples of different Cys-C concentrations 
were tested and duplicated separately in one experiment 
and repeated after 20 days, and the intra-assay and inte-
rassay coefficient of variation (CV) were calculated. Con-
centrated Cys-C solutions were added to three serum 
samples with different analyte levels, and the recovery 
rate was calculated.

Table 1 Optimisation of antibody concentration

Anti-Cys-C-FITC (μg/mL) 0.5 0.8 2.0

Anti-Cys-C-AP (μg/mL) 0.5 0.8 2.0 0.5 0.8 2.0 0.5 0.8 2.0

Standard 1 (0.0 μg/mL) 3228 3206 3185 3674 4143 6254 3260 4155 3911

Standard 2 (0.2 μg/mL) 35,958 36,370 38,082 155,108 159,117 172,135 68,499 71,469 76,290

Standard 3 (6.0 μg/mL) 395,290 428,691 417,072 2,396,293 2,606,007 2,649,074 813,664 1,043,755 1,082,789
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Linearity of dose–response curve
The high-value samples close to the upper limit of the 
linear range are diluted to at least 5 concentrations in a 
certain proportion, among which the low-value sam-
ples must be close to the lower limit of the linear range. 
According to the instructions of the kit, the sample of 
each concentration was repeated for 3 times, and the 
mean value was calculated. The mean value of the result 
and the dilution ratio were fitted linearly by the least 
square method, and the linear correlation coefficient r 
was calculated, and the correlation coefficient r of Cys-C 
kit was 0.999388 ≥ 0.9900.

Accuracy
The Cys-C national standard was prepared into concen-
trations corresponding to the calibrators in the kit using 
the kit buffer liquid system. Each parallel measurement 
was performed no less than twice, and the slopes and 
titer ratios of the two dose–response curves were cal-
culated. The accuracy of the kit was tested by automatic 
chemiluminescence instrument (P > 0.05). The lowest 
titer was 0.92500, and the highest was 1.10000.

Accelerated stability
The whole kit including anti-Cys-C-FITC, magnetic par-
ticle, anti-Cys-C-AP, and Cys-C standards was incubated 
at 37 ℃ for 7 days, and the signals of standards and sam-
ples at different days were compared.

Method comparison
The established method was compared with the market 
CLIA method from Roche. In total, 240 samples were 
used, ranging from 0.57 to 9.99 μg/mL.

Results
Method performance
The 4-parameter logic function method was used to fit 
the standard curve of signal with Cys-C concentration. 
The following series concentrations of Cys-C were used 
as a standard curve (A-F): 0  μg/mL, 0.2  μg/mL, 0.4  μg/
mL, 1.0  μg/mL, 3.0  μg/mL, and 6.0  μg/mL. The LoD is 
≦ 0.01  μg/ml. Precision was tested, intra-assay CV % is 
3.36% – 6.00%, interassay CV % is 4.12% – 5.35%, and the 
results are shown in Table 2. The recovery rate of Cys-C 
antigen is 99.07%.

Method optimization
Optimization of sample volume
Cys-C samples were added at 15 μL, 20 μL and 30 μL to 
test calibration curves respectively. Under other condi-
tions being the same, the curve linearity and lumines-
cence intensity changes under different reagent dosages 
were compared, and the most suitable dosages were 
selected, and the results are shown in Fig. 1. According to 
the experimental results, 20 μL was selected as the addi-
tion quantity of samples, calibrators or quality control 
products of Cys-C.

Optimization of adding amount of Cys‑C anti‑reagent
Three dosages of Cys-C were selected, including 15 μL, 
30 μL and 60 μL, and the calibration curves were tested 
respectively. Under other conditions being the same, the 
curve linearity and luminescence intensity changes under 
different reagent dosages were compared, and the most 
suitable dosages were selected, and the results are shown 
in Table 3. According to the experimental results, it was 
determined that the selection of anti-reagent dosage of 
Cys-C was 30 μL + 30 μL.

Optimization of incubation time
The reaction time of the reagent and the sample was 
selected as 5 min, 10 min and 15 min, respectively. The 
luminescence intensity of the points A, B and F of the 
calibrator, the opening gradient and the ease of opera-
tion were used as the evaluation criteria to select the 
reaction time. According to the results shown as Fig. 2, 
when the reaction time reached 5 min, the increase of 
luminescence value was not significantly affected by 
the extension of time, and the linearity of calibration 
curve was not significantly changed. Therefore, the 
reaction time of anti-reagent detection by Cys-C was 
5 min.

Method comparison
In this study, 240 human serum samples from two differ-
ent hospitals were measured using both the developed 
method and the Roche method. The test results were 
regressed using the least-squares regression equation, 
and the correlation coefficient was computed. Data are 
shown in Fig.  3. The test results show good agreement 

Table 2 Precision test results

Samples Intra-assay CV (n = 20) Interassay CV (n = 20)

Mean (μg/mL) SD CV (%) Mean (μg/mL) SD CV (%)

1 0.42 0.02 6.00 0.42 0.02 5.35

2 3.01 0.10 3.36 3.00 0.15 4.12
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between the developed and compared methods, and the 
difference in test and mean values indicated a slight bias 
between these methods.

Clinical study
One thousand three hundred ninety-two clinical 
patient samples were measured with developed rea-
gent kit in this study. 5 types of disease were involved 
(Table  4). Among patients have high-level Cys-C 
(≥ 1.9 μg/ml), nearly 20% are related to renal diseases, 
about 25% patients have cancers, and almost 27% got 
surgery. The sex ratio of patient samples is shown in 
Fig.  4. The range of Cys-C concentrations in different 
patients is shown in Fig. 5.

Scheme of the applied procedure
Samples were added into the reaction cup, then add 
30 μL of anti-reagent A (anti-Cys-C-FITC) and 30 
μL of anti-reagent B (anti-Cys-C-AP), mix well and 
react at 37℃ temperature bath for 5  min, add 30 μL 
of magnetic particle reagent, mix and react at 37℃ 
temperature bath for 5  min, add 300 μL of cleaning 
solution for chemiluminescence system, mix well, 
Repeat this step 3 times for magnetic separation and 
cleaning of the reactants. Finally, add chemilumines-
cent substrate solution for automatic immunoassay 

for luminescence value detection and concentration 
values are calculated if the calibrator curve is avail-
able (Fig. 6).

Conclusion and discussion
According to the existing literature, Cys-C has been 
one of the sensitive indicators of early renal function 
injury in clinic [25, 27–29]. Currently, immunochro-
matography, chemiluminescence and colloidal gold 
methods are used to detect the content of Cys-C in 

Fig. 1 Optimization of the Cys-C sample volume

Table 3 Optimisation of the Cys-C anti-reagent volume

Anti-reagent volume 15 μL + 15 μL 30 μL + 30 μL 60 μL + 60 μL

Standard 1 (0.0 μg/mL) 3547 3574 3586

Standard 2 (0.2 μg/mL) 46,322 151,108 178,878

Standard 3 (6.0 μg/mL) 750,504 2,326,293 2,658,985 Fig. 2 Optimization of incubation time
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clinical practice [24, 25]. Colloidal gold and immu-
nochromatography cannot effectively meet clinical 
needs due to methodological limitations, poor sen-
sitivity, accuracy and precision [30, 31]. Chemilumi-
nescence method, immunochromatography method 
and colloidal gold method have obvious advantages in 
linear range, sensitivity, precision and accuracy, and 
good detection stability, detection with automatic 
instruments fast and convenient [31]. Chemilumi-
nescence immunoassay of magnetic particles is a new 

analytical method which combines magnetic separa-
tion, chemiluminescence and immunoassay [31, 32]. 
This technology makes full use of the fast and easy 
automation of magnetic separation technology, the 
high sensitivity of chemiluminescence technology, 
and the specificity of immunoassay, showing an irre-
placeable role in the field of biological analysis [32]. 
In this study, magnetic particle chemiluminescence 
technology was used to quantitatively detect the con-
tent of Cys-C in human serum, which has good per-
formance, overall stability and systematic standard 
product tracing. The results showed that the method 
had good correlation with the Cys-C kit of Roche, 
which was widely used and recognized in the market. 
Through the study of the process and reaction sys-
tem, we determined the source of raw materials and 
quality standards and inspection methods, developed 
the production technology, operating process, qual-
ity standards and detection methods of each compo-
nent, established the product inspection standards 
and corresponding inspection methods of calibra-
tion kit, and evaluated the performance of the kit. In 
this study, in-house produced biomaterials such as 
magnetic particles, anti-Cys-C antibodies and anti-
Cys-C antibody-AP couplings were critical to the 
performance of the reagent. Therefore, the process of 
antibody production and coupling needs to be further 
studied. Minimization of raw material batch differ-
ences helps maintain kit performance. This product is 
suitable for the determination of human serum sam-
ples, and its reliability for the determination of Cys-C 
concentration in other body fluid samples has not 
been fully confirmed. The test results of the kit are in 
good agreement with the disease and meet the clini-
cal needs.

Fig. 3 Comparison of the developed method and Roche method. Samples in a were collected from Jilin Neuropsychiatric Hospital and Samples 
in b were collected from Liaoning Mental Health Center

Table 4 Distribution of clinical samples

Conc. of 
Cys-C (μg/mL)

Cardiovascular 
disease

Cancer Renal disease Diabetes Surgery

0.5 ~ 1.9 83 525 28 8 472

 ≥ 1.9 72 68 54 12 12

Total 155 593 70 20 542

Fig. 4 Sex distribution of clinical samples
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Fig. 5 Concentration of Cys-C of different patients. Concentration of Cys-C ≥ 1.90 μg/mL (a) and Concentration of Cys-C < 1.90 μg/mL (b)

Fig. 6 Scheme of the applied procedure
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However, there are some limitations of this kit. This kit 
needs to be used with a special automatic magnetic par-
ticle chemiluminescence instrument, with high require-
ments for the instrument and high maintenance cost. In 
addition to this, this kit requires further validation in larger 
clinical samples if it is to be used in the marketplace.

Authors’ contributions
This project was conceived and supervised by Tingting Wang and Shuang 
Han.The method was designed by Shuang Han. Concentration of Cys-C of 
different patients (Fig. 5) were determined by Ping Liang. The method perfor-
mance validation, optimization (Figs. 1, 2, 3 and 4) and all the corresponded 
statistical analyses were performed by Jian He. Patient samples collection 
was contributed by Jian He and Ping Liang. The manuscript was prepared by 
Tingting Wang and Shuang Han. All authors reviewed the manuscript.

Funding
This research work was supported by the project of Wuxi Translational Medi-
cine Research Institute (No. LCYJ202205), Science and technology plan of Wuxi 
Health Commission (T202237).

Availability of data and materials
The data used to support the findings of this study are available from the cor-
responding author upon request.

Declarations

Ethics approval and consent to participate
This study was performed in accordance with the Declaration of Helsinki. 
Prior to obtaining patient samples, requisite approval from the Medical Ethics 
Committee of affiliated hospital of Jiangnan University and written informed 
consent from patients were obtained.

Consent for publication
Not applicable.

Competing interests
The authors declare no competing interests.

Received: 1 August 2023   Accepted: 15 September 2023

References
 1. Levey AS, Coresh J, Tighiouart H, Greene T, Inker LA. Measured and esti-

mated glomerular filtration rate: current status and future directions. Nat 
Rev Nephrol. 2020;16:51–64.

 2. Levey AS, Inker LA, Coresh J. GFR estimation: from physiology to public 
health. Am J Kidney Dis. 2014;63:820–34.

 3. Delanaye P, Mariat C. The applicability of eGFR equations to different 
populations. Nat Rev Nephrol. 2013;9:513–22.

 4. Miller WG, Jones GRD. Estimated Glomerular Filtration Rate; Laboratory 
Implementation and Current Global Status. Adv Chronic Kidney Dis. 
2018;25:7–13.

 5. Gaspari F, et al. Precision of plasma clearance of iohexol for estimation of 
GFR in patients with renal disease. J Am Soc Nephrol. 1998;9:310–3.

 6. Dieterle F, et al. Renal biomarker qualification submission: a dialog 
between the FDA-EMEA and Predictive Safety Testing Consortium. Nat 
Biotechnol. 2010;28:455–62.

 7. Seegmiller JC, Eckfeldt JH, Lieske JC. Challenges in Measuring Glomerular 
Filtration Rate: A Clinical Laboratory Perspective. Adv Chronic Kidney Dis. 
2018;25:84–92.

 8. Dieterle F, et al. Urinary clusterin, cystatin C, beta2-microglobulin and 
total protein as markers to detect drug-induced kidney injury. Nat Bio-
technol. 2010;28:463–9.

 9. Artunc FH, Fischer IU, Risler T, Erley CM. Improved estimation of GFR by 
serum cystatin C in patients undergoing cardiac catheterization. Int J 
Cardiol. 2005;102:173–8.

 10. Roos JF, Doust J, Tett SE, Kirkpatrick CM. Diagnostic accuracy of cystatin C 
compared to serum creatinine for the estimation of renal dysfunction in 
adults and children–a meta-analysis. Clin Biochem. 2007;40:383–91.

 11. Shlipak MG, Inker LA, Coresh J. Serum Cystatin C for Estimation of GFR. 
JAMA. 2022;328:883–4.

 12. Rule AD, et al. For estimating creatinine clearance measuring muscle 
mass gives better results than those based on demographics. Kidney Int. 
2009;75:1071–8.

 13. Gorelik Y, Abassi Z, Bloch-Isenberg N, Khamaisi M, Heyman SN. Changing 
serum creatinine in the detection of acute renal failure and recovery 
following radiocontrast studies among acutely ill inpatients: Reviewing 
insights regarding renal functional reserve gained by large-data analysis. 
Pract Lab Med. 2022;30:e00276.

 14. Herrington W, et al. Effect of Processing Delay and Storage Condi-
tions on Urine Albumin-to-Creatinine Ratio. Clin J Am Soc Nephrol. 
2016;11:1794–801.

 15. J. Blade, M. T. Cibeira, C. Fernandez de Larrea, L. Rosinol, Multiple 
myeloma. Ann Oncol 21 Suppl 7, vii313–319 (2010).

 16. Popovic T, Brzin J, Ritonja A, Turk V. Different forms of human cystatin C. 
Biol Chem Hoppe Seyler. 1990;371:575–80.

 17. Palsdottir A, Snorradottir AO, Thorsteinsson L. Hereditary cystatin C amy-
loid angiopathy: genetic, clinical, and pathological aspects. Brain Pathol. 
2006;16:55–9.

 18. S. Schnittger, V. V. Rao, M. Abrahamson, I. Hansmann, Cystatin C (CST3), 
the candidate gene for hereditary cystatin C amyloid angiopathy 
(HCCAA), and other members of the cystatin gene family are clustered on 
chromosome 20p11.2. Genomics 16, 50–55 (1993).

 19. Pottel H, et al. Estimating glomerular filtration rate for the full age 
spectrum from serum creatinine and cystatin C. Nephrol Dial Transplant. 
2017;32:497–507.

 20. Kwon YE, et al. Cystatin C is Better than Serum Creatinine for Estimat-
ing Glomerular Filtration Rate to Detect Osteopenia in Chronic Kidney 
Disease Patients. Yonsei Med J. 2017;58:380–7.

 21. Seronie-Vivien S, et al. Cystatin C: current position and future prospects. 
Clin Chem Lab Med. 2008;46:1664–86.

 22. Uchida K, Gotoh A. Measurement of cystatin-C and creatinine in urine. 
Clin Chim Acta. 2002;323:121–8.

 23. Cockcroft DW, Gault MH. Prediction of creatinine clearance from serum 
creatinine. Nephron. 1976;16:31–41.

 24. Macisaac RJ, et al. Estimating glomerular filtration rate in diabetes: a 
comparison of cystatin-C- and creatinine-based methods. Diabetologia. 
2006;49:1686–9.

 25. Laterza OF, Price CP, Scott MG. Cystatin C: an improved estimator of 
glomerular filtration rate? Clin Chem. 2002;48:699–707.

 26. Kricka LJ, Stanley PE. Chemiluminescence and bioluminescence history–
early advertising materials. Luminescence. 2014;29:101–3.

 27. Jablonski KL, Chonchol M. Chronic kidney disease: Cystatin-C-based 
eGFR: what is it telling us? Nat Rev Nephrol. 2013;9:318–9.

 28. Ferguson TW, Komenda P, Tangri N. Cystatin C as a biomarker for 
estimating glomerular filtration rate. Curr Opin Nephrol Hypertens. 
2015;24:295–300.

 29. Onopiuk A, Tokarzewicz A, Gorodkiewicz E. Cystatin C: a kidney function 
biomarker. Adv Clin Chem. 2015;68:57–69.

 30. Liao M, et al. Development of magnetic particle-based chemilumines-
cence immunoassay for measurement of human procalcitonin in serum. 
J Immunol Methods. 2021;488:112913.

 31. Xiao Q, et al. Development of a rapid and sensitive magnetic chemilumi-
nescent enzyme immunoassay for detection of luteinizing hormone in 
human serum. Clin Biochem. 2009;42:1461–7.

 32. Matsunaga T, Kawasaki M, Yu X, Tsujimura N, Nakamura N. Chemilumi-
nescence enzyme immunoassay using bacterial magnetic particles. Anal 
Chem. 1996;68:3551–4.

Publisher’s Note
Springer Nature remains neutral with regard to jurisdictional claims in pub-
lished maps and institutional affiliations.


	A magnetic solid phase chemiluminescent immunoassay for quantification of Cystatin C in human serum
	Abstract 
	Introduction
	Materials and methods
	Reagents and materials
	Reagent component preparation
	Requirements for the sample
	Characterisation of Cys-C antibody conjugate
	Characterisation of Cys-C antigen
	Characterisation of Cys-C calibrators and quality control products
	General reagent production process
	Optimisation of reaction conditions

	Method procedure

	Performance test method
	Limitation of detection
	Precision and recovery
	Linearity of dose–response curve
	Accuracy
	Accelerated stability
	Method comparison

	Results
	Method performance
	Method optimization
	Optimization of sample volume
	Optimization of adding amount of Cys-C anti-reagent
	Optimization of incubation time

	Method comparison
	Clinical study
	Scheme of the applied procedure

	Conclusion and discussion
	References


