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Abstract

Background: This study reports the analytical sensitivity and specificity of a Loop-mediated isothermal amplification
(LAMP) and compares its amplification performance with conventional PCR, nested PCR (nPCR) and real-time PCR
(qPCR). All the assays demonstrated in this study were developed based on Serine-rich Entamoeba histolytica
protein (SREHP) gene as study model.

Results: A set of SREHP gene specific LAMP primers were designed for the specific detection of Entamoeba
histolytica. This set of primers recorded 100% specificity when it was evaluated against 3 medically important
Entamoeba species and 75 other pathogenic microorganisms. These primers were later modified for conventional
PCR, nPCR and qPCR applications. Besides, 3 different post-LAMP analyses including agarose gel electrophoresis,
nucleic acid lateral flow immunoassay and calcein-manganese dye techniques were used to compare their limit of
detection (LoD). One E. histolytica trophozoite was recorded as the LoD for all the 3 post-LAMP analysis methods
when tested with E. histolytica DNA extracted from spiked stool samples. In contrast, none of the PCR method
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outperformed LAMP as both qPCR and nPCR recorded LoD of 100 trophozoites while the LoD of conventional PCR
was 1000 trophozoites.

Conclusions: The analytical sensitivity comparison among the conventional PCR, nPCR, qPCR and LAMP reveals
that the LAMP outperformed the others in terms of LoD and amplification time. Hence, LAMP is a relevant
alternative DNA-based amplification platform for sensitive and specific detection of pathogens.

Keywords: Loop-mediated isothermal amplification, Nested PCR, Real-time PCR, Lateral flow dipstick, Calcein-
manganese visualization, LAMP analytical sensitivity

Background
DNA-based detection method has been widely used for
diagnosis of infectious diseases due to the presence of
specific DNA sequences in pathogens that can served as
reliable detection biomarkers [1, 2]. This detection
method is usually accompanied with amplification tech-
nology such as polymerase chain reaction (PCR), one of
the most important scientific advances in molecular
biology. PCR has established its molecular competency
in term of detection sensitivity as it could amplify even a
single gene copy [3]. Despite its popularity in disease
diagnostic, PCR amplification possesses several inherent
drawbacks such as primer mismatch due to high DNA
similarity among species and low in copy number of spe-
cific gene for pathogen identification. These drawbacks
have later paved the way for the emergences of several
innovated PCR such as nested PCR (nPCR) and real-
time PCR (qPCR).
The invention of nPCR was to increase the amplifica-

tion efficacy in term of detection limit (LoD) and ampli-
fication specificity. PCR cycles which exceed 35 for
production of larger quantity of product could cause
generation of undesirable secondary amplicon [4]. nPCR
could enhance the amplification sensitivity and priming
specificity by incorporating 2 successive PCR reactions
using 2 primer sets for a single gene target [5]. Despite
addressing several advantages, nPCR was not commonly
used for disease diagnostics due to its long turnaround
time, and its two-step-procedure made it susceptible to
amplicon contamination [6].
Real-time PCR (qPCR) technique on the other hand is

well known with its concurrent detection and quantifica-
tion of DNA. Its simultaneous amplicon analysis during
amplification has significantly shortened the turnaround
time by obviating post-amplification agarose gel electro-
phoresis. In spite of having comparable performance as
nPCR [7–9], qPCR is machine-dependent which is often
expensive and requires regular maintenance [10, 11].
Loop-mediated isothermal amplification (LAMP) tech-

nology was introduced in the year 2000 with the aim to
improve nucleic acid amplification efficacy in term of
sensitivity and specificity [12]. This technology has since
incorporated into diagnostic assay development for

detection of many medically important communicable
diseases such as Salmonella Typhimurium [13], patho-
genic Leptospira [14], Enterococcus spp. [15], and toxi-
genic Vibrio cholerae [16]. Incorporation of LAMP
amplification in replacing PCR not only eliminated the
needs of sophisticated thermal cycler, its DNA amplifica-
tion efficiency beyond exponential had significantly
shortened the amplification duration [12]. These estab-
lished LAMP-based assays were reported to be highly
specific and sensitive. Besides, the nature of LAMP that
could synthesis DNA with auto-cycling strand displace-
ment activity has effectively eliminated the need for
costly thermocyclers and tedious technical optimisation
of cycling conditions [17]. The efficacy of this technique
used for disease diagnostic was further verified when de-
velopment and assessment of assay using LAMP per-
formed by Liang et al. [18], Rivera and Ong [19] and
Singh et al. [20] for detection of Entamoeba histolytica
alone have demonstrated outstanding compatibility.
Although previous studies have demonstrated the bet-

ter amplification efficiency of LAMP as compared to
PCR, there is yet a comprehensive report to evaluate the
sensitivities among LAMP, conventional PCR, nPCR and
qPCR. Therefore, the aim of this study is to compare the
analytical sensitivity of LAMP assay with 3 different vari-
ants of PCR and concurrently determine the perform-
ance of LAMP using agarose gel electrophoresis, nucleic
acid lateral flow immunoassay and calcein-manganese
dye techniques as post-LAMP analyses. To ensure the
equity of evaluation, all the assays primers were designed
to bind on similar location of Serine-rich Entamoeba
histolytica protein (SREHP) gene. The performance of
these assays was evaluated using DNA isolated from
stool samples spiked with E. histolytica trophozoites.

Methods
Reagents and apparatus
Goat anti-mouse IgG secondary antibody, streptavidin
and fluorescein isothiocyanate (FITC) IgG1 monoclonal
antibody used for development of nucleic acid lateral
flow immunoassay or commonly named as lateral flow
dipstick (LFD), were Pierce Thermo Fisher Scientific
(Massachusetts, USA) products. The 40 nm colloidal
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gold solution used was from Kestrel Bio Sciences
(Thailand), Western blocking reagent (WBR) was from
Roche (Indianapolis, USA) and bovine serum albumin
(BSA) was purchased from Amresco (Solon, USA). Beta-
ine, mineral oil, sodium azide (NaN3), polyvinyl alcohol
(PVA), polyvinylpyrrolidone (PVP), Triton X-100,
Tween-20, sucrose, and other common chemicals were
from Sigma (St. Louis, USA). All the chemicals and re-
agents used in this study were prepared using ultrapure
water (>18MΩ) from a Millipore Milli-Q water purifica-
tion system (Billerica, USA). Meanwhile, materials used
for construction of LFD including cellulose fiber pads,
glass fiber pads, and nitrocellulose membrane card
HF135, were also Millipore products.
All labelled and non-labelled oligonucleotides were syn-

thesised by Integrated DNA Technologies (Singapore). Re-
combinant Taq DNA polymerase (Thermo Fisher, USA)
was used as polymerase enzyme for conventional PCR and
nPCR amplification, and these reactions were carried out
using Mastercycler nexus gradient thermocycler (Eppen-
dorf, Germany). Meanwhile, qPCR was performed using
QuantiFast SYBR Green PCR Kit (Qiagen, Germany) and
the reaction was carried out using CFX96 Touch Real-
Time PCR Detection System (Bio-Rad, California, USA).
The LAMP Bst DNA polymerase was purchased from
New England Biolabs (Massachusetts, USA) and the amp-
lification were performed using Cole-Parmer chilling heat-
ing block (Illinois, USA). The conventional PCR, nPCR
and LAMP amplicons were analysed using agarose gel
electrophoresis system (Owl Separation Systems, USA)
and visualised using Alpha Innotech ChemiImager 5500
UV illuminator and image capturing unit (California,
USA). The LFD was lined with goat anti-mouse IgG sec-
ondary antibody and streptavidin manually, and were cut
into strips using Matrix 2360 programmable strip cutter
from Kinematic Automation (Twain Harte, USA).
Calcein-manganese dye used for post-LAMP analysis was
prepared using combination of calcein indicator (Merck,
USA) and manganese (II) chloride (MnCl2) (Merck, USA).

Entamoeba species and other microorganism strains
All the microorganism isolates used in this study are
listed in Table 1. These isolates were from the Departa-
mento de Medicina Experimental, Facultad de Medicina,
Universidad Nacional Autónoma de México, Mexico;
the London School of Hygiene and Tropical Medicine,
London, UK; the Department of Medical Microbiology
and Parasitology, School of Medical Sciences, Universiti
Sains Malaysia, Malaysia; and the Institute for Medical
Research, Malaysia. E. histolytica HM-1:IMSS was used
as positive control while lyophilised E. dispar SAW760
and E. moshkovskii Laredo were used as negative con-
trols in this study. DNA of E. histolytica was isolated
from axenically grown E. histolytica HM-1:IMSS while

DNA of E. dispar was isolated from lyophilised E. dispar
SAW760 using Qiagen QIAamp DNA Stool extraction
kit (Germany). Both organisms were received from the
Departamento de Medicina Experimental, Facultad de
Medicina, Universidad Nacional Autónoma de México,
Mexico. Meanwhile, DNA of E. moshkovskii Laredo was
given by the London School of Hygiene and Tropical
Medicine, London, UK. DNA of other microorganisms
were isolated from pure bacteria culture using NucleoS-
pin Tissue DNA Extraction kit (MACHEREY-NAGEL
GmbH & Co. KG, Germany). These DNAs were used as
negative controls for verification of conventional PCR,
nPCR, qPCR and LAMP primers specificity.

Primers design
SREHP gene was selected as the target gene for detection
of E. histolytica in the present study due to its high spe-
cificity in both in silico (BLAST search) and empirical
evaluation (PCR and LAMP amplification) compared to
other E. histolytica genes. All the primers used in this
study were designed based on the conserved region of
the reported SREHP gene (GenBank accession no.
M80910.1, M34438.1, XM_643162.2, AB253474.1,
AK420158.1, AK420282.1, AK420358.1, AK420741.1).
The primer set used for LAMP application was adopted
from a previous study by Foo et al. [21] and the location
of primers were shown in Fig. 1. Eh-F3-SER and Eh-B3-
SER primers were used as outer primers for first round
of nPCR amplification which could generate amplicon
with size 223 bp. Meanwhile, the primer pair used for
conventional PCR, second round of nPCR and qPCR
amplification were adapted from F2 region of Eh-FIP-
SER as forward primer and B2 region of Eh-BIP-SER as
reverse primer; which could generate amplicon with size
175 bp. The primers used for LAMP amplification that
coupled with LFD, particularly Eh-BIP-SER and Eh-LB-
SER were subjected for modification using hapten-
labelling at 5′ end of the oligonucleotide sequence.
Fluorescein was labelled on the 5′ end of Eh-BIP-SER
while Eh-LB-SER were labelled with biotin. All the se-
quence of primers used in this study were listed in
Table 2. The specificity of these primers was verified
empirically using DNA isolated from E. histolytica, E.
dispar, E. moshkovskii Laredo and 75 other pathogens as
shown in Table 1 before the comparison of analytical
sensitivity among the assays was conducted.

Formulation of LAMP, conventional PCR, nPCR and qPCR
assays
LAMP
The outer primer to inner primer ratio was optimised
and the concentration of primers were optimal with
2 μM of each forward inner primer (Eh-FIP-SER) and
backward inner primer (Eh-BIP-SER), 0.167 μM of each
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Table 1 Reference organisms used in this study and analytical specificity evaluation results

Strains Serogroup or species No. of
isolates

Analytical specificity of primers

PCR nPCR qPCR LAMP

Entamoeba spp. Entamoeba histolytica HM-1:IMSS 1 + + + +

Entamoeba dispar SAW760 1 – – – –

Entamoeba moshkovskii Laredo 1 – – – –

Other enteric pathogens (n = 75) Acinetobacter baumannii 1 – – – –

Aeromonas hydrophila 2 – – – –

Bacillus subtilis 1 – – – –

Burkholderia cepacia 1 – – – –

Burkholderia pseudomallei 1 – – – –

Burkholderia thailandensis 1 – – – –

Citrobacter freundii 1 – – – –

Enterococcus faecalis 1 – – – –

Enterococcus faecium 1 – – – –

Enterococcus gallinarum 1 – – – –

Enterohemorrhagic Escherichia coli 1 – – – –

Enteroinvasive Escherichia coli 1 – – – –

Enteropathogenic Escherichia coli 1 – – – –

Enterotoxigenic Escherichia coli 1 – – – –

Escherichia coli 1 – – – –

group A Streptococcus 1 – – – –

group B Streptococcus 1 – – – –

group F Streptococcus 1 – – – –

group G Streptococcus 1 – – – –

Haemophilus influenza 1 – – – –

Klebsiella pneumoniae 2 – – – –

Leptospira biflexa ser. Patoc 1 – – – –

Leptospira interrogans ser. Canicola 1 – – – –

Leptospira interrogans ser. Hebdomadis 1 – – – –

Leptospira interrogans ser. Pomona 1 – – – –

Leptospira licerasiae ser. Varillal 1 – – – –

Listeria monocytogenes 1 – – – –

Salmonella enterica ser. Agona 1 – – – –

Salmonella enterica ser. Albany 1 – – – –

Salmonella enterica ser. Bardo 1 – – – –

Salmonella enterica ser. Bordeaux 1 – – – –

Salmonella enterica ser. Braenderup 1 – – – –

Salmonella enterica ser. Emek 1 – – – –

Salmonella enterica ser. Enteritidis 1 – – – –

Salmonella enterica ser. Hadar 1 – – – –

Salmonella enterica ser. Heidelberg 1 – – – –

Salmonella enterica ser. Java 1 – – – –

Salmonella enterica ser. Kibi 1 – – – –

Salmonella enterica ser. Kissi 1 – – – –

Salmonella enterica ser. Newport 1 – – – –
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forward outer primer (Eh-F3-SER) and backward outer
primer (Eh-B3-SER), and 0.333 μM of backward loop
primer (Eh-LB-SER). The concentrations of LAMP com-
ponents such as dNTPs mix, betaine, MgSO4, and Bst
DNA polymerase were optimised and determined empir-
ically. The reaction was carried out with a final volume
of 30 μL reaction mixture containing 1 × isothermal
amplification buffer [20 mM of Tris-HCl (pH 8.8), 50
mM of KCl, 10 mM of (NH4)2SO4, 2 mM of MgSO4,
0.1% of Tween 20] (New England Biolabs, Massachu-
setts, USA), 0.6 mM of dNTP mix (Thermo Fisher Scien-
tific, USA), 0.8M of betaine (Sigma, Missouri, USA),
supplementary 6mM of MgSO4 (New England Biolabs,
Massachusetts, USA), 16 U of Bst 2.0 WarmStart DNA
polymerase (New England Biolabs, Massachusetts, USA)
and 2 μL of DNA template. The reaction was carried out
at 63 °C for 60 min followed by termination at 80 °C for
5 min. The LAMP product was subjected to agarose gel

electrophoresis, LFD and calcein-manganese dye for
post-LAMP analysis.

Conventional PCR
Eh-F2 and Eh-B2 primers with the concentration of
1 μM each were used for conventional PCR amplifica-
tion. The amplification was carried out in a final volume
of 20 μL containing 1 × PCR buffer, 2.5 mM of MgCl2
(Thermo Fischer Scientific, Massachusetts, USA), 0.16
mM of dNTPs mix (Thermo Fischer Scientific, Massa-
chusetts, USA), 1 U of Taq DNA polymerase (Thermo
Fischer Scientific, Massachusetts, USA) and 2 μL of
DNA template. PCR reaction was performed with initial
denaturation at 95 °C for 5 min, followed by 35 cycles of
95 °C for 30 s, 56 °C for 30 s and 72 °C for 30 s; and a
final extension at 72 °C for 5 min. The product was sub-
jected to gel electrophoresis in 2% agarose gel stained
with GelStain dye (TransGen Biotech Co, Beijing),

Table 1 Reference organisms used in this study and analytical specificity evaluation results (Continued)

Strains Serogroup or species No. of
isolates

Analytical specificity of primers

PCR nPCR qPCR LAMP

Salmonella enterica ser. Oslo 1 – – – –

Salmonella enterica ser. Paratyphi A 2 – – – –

Salmonella enterica ser. Paratyphi B 2 – – – –

Salmonella enterica ser. Paratyphi C 1 – – – –

Salmonella enterica ser. Poona 1 – – – –

Salmonella enterica ser. Regent 1 – – – –

Salmonella enterica ser. Richmond 1 – – – –

Salmonella enterica ser. Tshiongwe 1 – – – –

Salmonella enterica ser. Typhi 2 – – – –

Salmonella enterica ser. Typhimurium 1 – – – –

Salmonella enterica ser. Uppsala 1 – – – –

Salmonella enterica ser. Virchow 1 – – – –

Salmonella enterica ser. Weltevreden 1 – – – –

Shigella boydii 2 – – – –

Shigella dysenteriae 2 – – – –

Shigella flexneri 2 – – – –

Shigella sonnei 2 – – – –

Staphylococcus aureus 1 – – – –

Staphylococcus epidermidis 1 – – – –

Vibrio cincinnatiensis 1 – – – –

Vibrio fluvialis 1 – – – –

Vibrio mimicus 1 – – – –

Vibrio parahaemolyticus 1 – – – –

Vibrio vulnificus 1 – – – –

Yersinia enterocolitica 2 – – – –

Total 78

+, positive result; −, negative result
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electrophoretically run under 100 V for 60 min followed
by visualised using ChemiImage 5000 analyser.

nPCR
The first round of PCR was carried out with Eh-F3-SER
and Eh-B3-SER primer pair with the concentration of
1 μM each. The amplification was carried out in a final
volume of 20 μL containing 1 × PCR buffer, 2.5 mM of
MgCl2 (Thermo Fischer Scientific, Massachusetts, USA),
0.16mM of dNTPs mix (Thermo Fischer Scientific, Mas-
sachusetts, USA), 1 U of Taq DNA polymerase (Thermo
Fischer Scientific, Massachusetts, USA) and 2 μL of DNA

template. PCR reaction was performed with initial de-
naturation at 95 °C for 5min, followed by 30 cycles of
95 °C for 30 s, 60 °C for 30 s and 72 °C for 30 s; and a final
extension at 72 °C for 5min. Meanwhile, the second
round of PCR was carried out with Eh-F2 and Eh-B2 pri-
mer pair with the concentration of 1 μM each. The re-
agent composition used was similar to the first round
PCR. The reaction was performed with initial denatur-
ation at 95 °C for 5min, followed by 35 cycles of 95 °C for
30 s, 56 °C for 30 s and 72 °C for 30 s; and a final extension
at 72 °C for 5min. The product was subjected to gel elec-
trophoresis in 2% agarose gel stained with GelStain dye,

Fig. 1 Primer regions on SREHP gene sequence (GenBank accession no. M80910.1). Eh-FIP-SER primer is formed with F1C and Eh-F2 while Eh-BIP-
SER primer is formed with B1C and Eh-B2

Table 2 Oligonucleotide sequences used in this study

Primers Sequences (5′-3′) Length (mer) Product size

Loop-Mediated Isothermal Amplification

Eh-FIP-SER GCTTCGTTCTTTAAAAATACACCGTCATTCTTGATTTGGATCAAGAAGT 49 –

Eh-BIP-SER AGTAGCTCAGCAAAACCAGAATCACTTGCTTTTTCATCTTCATCA 45

Eh-F3-SER TGCATTCACTAGTGCAACT 19

Eh-B3-SER GCTTGATTCTGAGTTATCACTTG 23

Eh-LB-SER AAGTTCAAATGAAGATAATGAA 22

Conventional PCR & Real-Time PCR

Eh-F2 CATTCTTGATTTGGATCAAGAAGT 24 175 bp

Eh-B2 ACTTGCTTTTTCATCTTCATCA 22

Nested PCR

Eh-F3-SER TGCATTCACTAGTGCAACT 19 223 bp

Eh-B3-SER GCTTGATTCTGAGTTATCACTTG 23

Eh-F2 CATTCTTGATTTGGATCAAGAAGT 24 175 bp

Eh-B2 ACTTGCTTTTTCATCTTCATCA 22
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electrophoretically run under 100 V for 60min then visua-
lised using ChemiImage 5000 analyser.

qPCR
Similar to conventional PCR and second round reaction
of nPCR, the qPCR reaction was carried out with Eh-F2
and Eh-B2 primer pair with the concentration of 1 μM
each. The amplification was carried out in a final volume
of 25 μL containing 1 × QuantiFast SYBR Green PCR
Master Mix and 2 μL of DNA template. The reaction
was performed with thermal cycling condition of initial
denaturation at 95 °C for 5 min, followed by 40 cycles of
95 °C for 20 s and 56 °C for 30 s. Melting curve analysis
was performed at a slow increase from 65 °C to 95 °C
with a speed of 0.5 °C per 5 s. Baseline threshold for the
post-amplification analysis was set at 50 relative fluores-
cence units (RFU) and any quantitation cycle (Cq) value
below or equal to 38 is considered positive.

Preparation of post-LAMP analysis
Construction of LFD
Gold nanoparticle (GNP) was used as signal generator
for LFD in this study. The bio-conjugation of GNPs with
FITC IgG1 monoclonal antibody and the preparation of
LFD was carried out as described by Foo et al. [21] with
some modification. The LFD strip with size of 5 mm ×
77mm composed with buffer application pad, gold con-
jugate pad, nitrocellulose membrane and an absorbent
pad as shown in Fig. 2. The LFD was affixed with 1 μg
goat anti-mouse IgG secondary antibody as chromatog-
raphy control line (CCL) and 2 μg streptavidin as test
line (TL) followed by block the uncoated nitrocellulose
surface with blocking buffer [mixture of 0.2% WBR,
0.05% triton X-100 and 2mM phosphate buffer (PB)].
The gold conjugate pad was made with functionalised
conjugated GNPs suspension [5 OD522 gold conjugate
suspended in 2 mMPB containing 20% (w/v) sucrose,
0.01% (v/v) PVA and 0.01% (v/v) Tween-20] in dry-
reagent format as described by Foo et al. [21].

Preparation of calcein-manganese dye
Calcein-manganese dye was made of 500 μM calcein that
dissolved in dimethyl sulfoxide (Merck, USA) and 10
mM MnCl2 that dissolved in nuclease-free water. Only
1 μL of calcein-manganese dye required for every
reaction.

Principle of LFD
The LFD was formulated to specifically recognise its
double-labelled double-stranded DNA amplicon through
the binding of the biotin labelled on the 5′ end of ampli-
cons to the streptavidin on nitrocellulose membrane of
LFD. Test line required amplified double-labelled
double-stranded amplicons as the connection bridge to
generate signal that represent the presence/absence of
the target DNA. The double-labelled double-stranded
amplicons (LAMP product) for TL were labelled with
FAM at 5′ end synthesised by inner primers whereas an-
other 5′ end that synthesised by loop primer were la-
belled with biotin Fig. 3. Streptavidin on TL formed
protein-ligand binding with biotin on doubled-labelled
amplicons. Meanwhile, CCL affixed with goat anti-
mouse IgG secondary antibody formed protein–ligand
affinity binding with mouse monoclonal FITC IgG1 anti-
body which conjugated on gold nanoparticles.
Figure 4 illustrated a schematic principle of the LAMP

product captured by streptavidin on detection pad of
LFD. Streptavidin affixed on the detection region immo-
bilised the amplicons through protein-ligand bonding
formed with the biotin labelled on the amplicons. The
double-stranded amplicons were formed by the LAMP
inner primer sequences and loop primer sequences.
Therefore, the other 5′ end of amplicon was presented
with FAM that bound with goat anti-mouse antibody
conjugated on gold nanoparticles. The presence of pink-
ish red line on the detection region showed the comple-
tion of hybridisation sandwich among the conjugated
GNPs, LAMP product and streptavidin whereby inter-
preted as positive result.

Fig. 2 Schematic diagram of lateral flow dipstick strip
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Post-LAMP analysis
Post-LAMP analysis was carried out in 3 different tech-
niques namely agarose gel electrophoresis, LFD and
calcein-manganese dye. LAMP product was subjected to
gel electrophoresis in 2.5% agarose gel stained with Gel-
Stain dye, electrophoretically run under 100 V for 80
min followed by visualised using ChemiImage 5000 ana-
lyser. The present of ladder-like bands pattern on the
agarose gel indicated positive amplification.
Detection of LAMP product using LFD was similar to a

previous study [21]. The amplified product with an
amount of 4 μL was mixed with 16 μL of running buffer

[1 × PBS and 1% (v/v) Tween-20] and the mixture was
dropped onto the detection region. The LFD was then
placed vertically followed by dipping the buffer application
pad into 250 μL of running buffer. The result could be
visualised with unaided eyes within 10 to 15min on the
LFD nitrocellulose membrane. The formation of red dot-
ted line on TL indicated positive result while the absent of
TL indicated negative result. CCL on the LFD served as
procedural and operational control for every LAMP prod-
uct analysis. The line formation on CCL indicated effect-
iveness of signal generator, the functionalised GNPs while
the absent of CCL indicated false negative result.

Fig. 3 Schematic illustration of the formation of double-labelled amplicon (LAMP product) works as the analyte for LFD detection

Fig. 4 Schematic illustration of the principle of LFD. The illustration shows the LAMP product is immobilised on the membrane by streptavidin,
followed with signal generation by conjugated GNPs that bind on fluorescein
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Analysis of LAMP product using calcein-manganese
dye was carried out by mixing 1 μL of calcein-
manganese dye into the 30 μL of LAMP reagent mix be-
fore amplification. With the aid of UV light, tube that
turned fluorescent green was considered positive while
negative amplification remained as dim green.

Analytical specificity of assays
The analytical specificity of the primers used for LAMP,
conventional PCR, nPCR and qPCR application were de-
termined using DNA isolated from E. histolytica, E. dis-
par, E. moshkovskii Laredo and 75 other pathogens as
listed in Table 1. To ensure its specificity was compre-
hensively investigated, this study was conducted separ-
ately on LAMP, conventional PCR, nPCR and qPCR.

Evaluation of assays performance
All the 4 amplification assays were optimised in this
study. The performance of the assays was evaluated
based on their analytical sensitivity in term of LoD using
10-fold diluted E. histolytica trophozoites. The diluted
trophozoites in a range of 106 to 10− 4 trophozoites were
spiked into 200 mg of stool samples and left for 1 h at
ambient temperature prior to DNA isolation. Extracted
DNAs from the spiked stool samples in a range of 106 to
10− 3 trophozoites were used for PCR while LoD for
LAMP amplification was determined using trophozoites
range up to 10− 4. All the evaluation tests were per-
formed in triplicate.

Results
Development and optimisation of LAMP assay
Investigation on LAMP primer ratio was prioritised be-
fore other LAMP components were optimised as incom-
patible ratio for inner and outer LAMP primers may
affect the amplification sensitivity [22]. The outer
primers to inner primers ratio was determined using two
separated experiments, namely inner primers concentra-
tion optimisation and outer primers concentration opti-
misation. The optimisation for inner primers
concentration was conducted by altering the concentra-
tions of inner primers from 0.33 to 2.67 μM with the
outer primers kept at 0.167 μM. On the other hand, the
concentration of outer primers was optimised in a range
of 0.083 to 0.67 μM with the inner primers kept at
1.33 μM. The optimal inner primers concentration was
found to be 2.0 μM (Fig. 5a), while the optimal outer
primers concentration was recorded as 0.167 μM
(Fig. 5b).
LAMP components were optimised to ensure the effi-

ciency of amplification. Parameters including incubation
temperature, concentrations of betaine, MgSO4, dNTP
mix, and Bst DNA polymerase were empirically deter-
mined. Optimisation of LAMP parameters did not

significantly improve the efficiency of amplification.
However, study on the betaine concentration showed ex-
cess of betaine could deter the efficiency of amplifica-
tion. Figure 6 showed the outcome of LAMP
amplification performed with 3 different concentrations
(1.6 M, 0.8M and 0.4M). LAMP reaction performed
with lower betaine concentration (0.4 M) could tolerate
false positive result while excess betaine (1.6 M) could
deter amplification efficiency. LAMP amplification con-
ducted without DNA template and with non-E. histoly-
tica DNA could generate false positive result when 0.4
M betaine was incorporated into the reaction. Although
amplification with 1.6M betaine does not generate false
positive result on negative control and non-target con-
trol, the product intensity of positive control on agarose
gel was faint. Therefore, 0.8M was selected as the
optimum concentration for betaine. The optimised
30 μL of LAMP reaction mix was concluded as optimal
with 1 × LAMP amplification buffer, 0.8M of betaine, 6
mM of MgSO4, 0.6 mM of dNTP mix and 16 U of Bst
DNA polymerase with incubation temperature of 63 °C.

Analytical performances of LAMP, conventional PCR,
nPCR and qPCR assays
Analytical specificity
The primers analytical specificity for LAMP, conven-
tional PCR, nPCR and qPCR respective application using
DNA isolated from E. histolytica, E. dispar, E. moshkovs-
kii Laredo and 75 other pathogens revealed 100% specifi-
city. The analytical specificity of the primers used for
their respective amplifications is summarised in Table 1.

Analytical sensitivity
Detection limit of the 4 assays were investigated using
DNAs isolated from 10-fold diluted trophozoites that
were spiked into stool samples. Those trophozoites were
spiked into stool samples obtained from healthy individ-
uals to simulate isolation of DNA from stool of infected
individual. The extracted DNAs in a range of 106 to
10− 3 trophozoites were used for PCR applications while
LAMP amplification was tested using up to 10− 4 tropho-
zoites due to its excellent amplification efficacy.
The LoD for conventional PCR was found to be 1000

trophozoites as shown in Fig. 7a while nPCR recorded
10-fold more sensitive LoD as amplicon was still observ-
able when tested with DNA extracted from 100 tropho-
zoites (Fig. 7b). As only curve goes above 50 RFU with
≤38 Cq value will be interpreted as positive (see
methods), the analytical sensitivity of qPCR was found
to be similar to nPCR, wherein was recorded as 100 tro-
phozoites (Fig. 7c). The analytical sensitivity of the
LAMP assay conducted using 3 different post-LAMP
analyses recorded similar LoD in which agarose gel elec-
trophoresis (Fig. 8a), calcein-manganese dye (Fig. 8b)
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and LFD (Fig. 8c) techniques similarly recorded 1
trophozoite as LoD.

Discussion
PCR has always been the DNA-based detection method of
choice for identification of medically important pathogen.
As for amoebiasis, this method has been endorsed by
WHO for detection of E. histolytica. This technology has
been reported to detect E. histolytica in various clinical
specimens and could differentiate it from other morpho-
logically indistinguishable non-pathogenic Entamoeba
species [23, 24]. However, the presence of amplification
inhibitors has hindered PCR application for detection
of E. histolytica in faecal samples. Examples of the
amplification inhibitors include bilirubins, bile salts,
heme and carbohydrates and such molecule com-
plexes could be co-extracted along with the pathogen
DNA in stool samples [25].

LAMP amplification that uses single temperature to
amplify target gene was described to be more robust and
less affected by inhibitory agents found in clinical sam-
ples [26]. This finding was further verified when Engku
Nur Syafirah et al. [16] found reduction of amplification
sensitivity on PCR while LAMP could retain its efficacy
when tested with DNA isolated from spiked stool sam-
ples. The robustness of LAMP has encouraged several
developments of diagnostic assays. In regards to diagno-
sis of amoebiasis, Liang et al. [18], Rivera and Ong [19],
Singh et al. [20] and Foo et al. [21] had shown the po-
tential of LAMP in terms of efficiency and applicability
for detection of the pathogen. This study was conducted
to further compare the LAMP amplification perform-
ance with conventional PCR, nPCR and qPCR.
Empirical analysis on the designed primers using

cross-amplification analysis and primer concentration
optimisation were conducted to maximise the

Fig. 5 Optimisation of LAMP (a) inner primers concentration and (b) outer primers concentration. L, 100 bp DNA ladder; B, blank (no DNA
template control); N, negative control; 1–16, primer concentrations in μM: lane 1, 0.33; lane 2, 0.67; lane 3, 1.0; lane 4,1.33; lane 5, 1.67; lane 6, 2.0;
lane 7, 2.33; lane 8, 2.67; lane 9, 0.083; lane 10, 0.10; lane 11, 0.117; lane 12, 0.133; lane 13, 0.167; lane 14, 0.25; lane 15, 0.33; lane 16, 0.67. The
selected optimum inner primers concentration was 2.0 μM while 0.167 μM was selected as optimum outer primers concentration

Foo et al. BMC Biotechnology           (2020) 20:34 Page 10 of 15



amplification efficacy. During LAMP amplification, the
inner primer F2 and B2 regions would first bind and
polymerise their complementary nucleotide sequences
before adherence of outer primers F3 and B3 followed
by executing strand displacement activity. This mechan-
ism showed the LAMP inner primers played an import-
ant role in determining the specificity of LAMP
amplification. Therefore, conventional PCR, and qPCR
amplifications were solely conducted using F2 and B2
regions of LAMP inner primers while nPCR was con-
ducted with additional LAMP outer primers. Primers
specificity verification showed generation of expected
product sizes on agarose gel electrophoresis while their
cross-amplification with other Entamoeba spp. and non-
Entamoeba DNAs also showed expected specificities.
Cross-amplification was conducted on LAMP primer

set using LAMP amplification and the results obtained
showed expected outcomes. During the LAMP assay de-
velopment, the concentration of inner and outer primer
was investigated to avoid disproportion primers ratio
that could affect the amplification efficiency [22]. This
optimisation revealed increment of inner primers con-
centration could significantly increase the amplification
yield while the involvement of outer primers in LAMP
amplification did not alter the amplicon yield. Besides,
the LAMP outer primers that was only involved in dis-
placing the inner primer to allow the formation of
dumbbell-like DNA structure was devoid with F3 and
B3 regions. Therefore, the strategy of having fluorescein
labelled on backward inner primer and biotin on loop
primer was relevant and applicable.

During the development of LAMP assay in this study,
betaine was found to be an essential component that
could enhance the specificity of LAMP amplification.
The optimisation study conducted with lower betaine
concentrations (0.4 M) has facilitated the formation of
false negative results. However, excess increment of
betaine (1.6M) could distort the amplification efficiency
and reduce the assay sensitivity. Therefore, betaine opti-
misation is crucial in every LAMP assay development to
eliminate unspecific amplification and yet retain its amp-
lification efficiency.
The application of direct visual identification on

LAMP product using intercalating fluorescent dye has
been reported to be sensitive and specific [27, 28]. An
in-house calcein-manganese dye was used as post-LAMP
analysis for direct visual identification on LAMP product
in this study. This fluorescent indicator made use of
pyrophosphate, a LAMP amplification by-product, to
generate fluorescent signal by allowing manganese ion to
form complex molecule with pyrophosphate and leaving
free calcein to irradiate the fluorescence under UV light.
Lateral flow dipstick-based assay is a feasible diagnostic
platform because it is simple to perform, produce rapid
visual result, amendable for mass-production, relatively
cheap to produce, does not require equipment for result
interpretation and portable [3]. The in-house dry-
reagent LFD could detect target nucleic acid by captur-
ing the hapten labelled amplicon and generated visual
signal using functionalised GNPs [21]. Incorporation of
dry-reagent technology on LFD for efficacy preservation
and stability enhancement has expanded its usability and

Fig. 6 Effect of betaine in LAMP amplification. L, 100 bp plus DNA ladder; B, blank (no DNA template control); 1, E. histolytica; 2, E. dispar. The
concentration of betaine used were: set A, 1.6 M; set B, 0.8 M; set C, 0.4 M. The selected optimum betaine concentration was 0.8 M
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made it operator friendly. Therefore, these 2 methods
were selected as alternative post-LAMP analyses for sen-
sitivity comparison with agarose gel electrophoresis.
This study revealed the sensitivity of PCR amplifica-

tion platform was not comparable to LAMP regardless
of its amplification and amplicon analysis innovations.
Although the addition of amplification cycles as demon-
strated by nPCR and qPCR could promote yield incre-
ment, excessive amplification cycles in a single reaction

would risk faulty priming that could generate false posi-
tive result [4]. Besides, the enhancement still lacked sen-
sitivity as LAMP could detect DNA with concentration
of 100-fold lower compared to nPCR and qPCR. Mean-
while, the similar LoD recorded by the 3 LAMP post-
amplification analysis demonstrated reproducibility of
LAMP amplification. The analytical sensitivity
consistency despite being coupled with different post-
amplification analysis methods justified the compatibility

Fig. 7 Spiked stool analytical sensitivity on (a) conventional PCR, (b) nPCR and (c) qPCR using 10-fold dilutions of E. histolytica trophozoites. L,
100 bp DNA ladder; N, negative control; 1–10, 10-fold dilution of trophozoites: lane 1, 106; lane 2, 105; lane 3, 104; lane 4, 103; lane 5, 102; lane 6,
10; lane 7, 1; lane 8, 0.1; lane 9, 10− 2; lane 10, 10− 3. PCR could detect up to 1000 trophozoites while nPCR and qPCR could detect up to
100 trophozoites
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and robustness of LAMP as an alternative nucleic acid
amplification test to PCR. The strength of LFD and
calcein-manganese dye used during post-LAMP analysis
also upheld the potential of LAMP in becoming an
equipment-free diagnostic assay that complied to ASSU
RED principle. This principle which stands for Afford-
able, Sensitive, Specific, User-friendly, Rapid and robust,
Equipment-free and Deliverable was deemed relevant
and in demand for better disease control in the develop-
ing countries with low resource setting [29].
Despite LAMP outstanding performance, the technol-

ogy was less favourable for multiplexing, which involved
tolerating amplification of multiple targets in a single

reaction. Moreover, the typical ladder-like pattern of
LAMP product, produced by mixture of dumbbell-like
structures with various stem length are indistinguish-
able under gel electrophoresis and intercalating fluor-
escent dye. This setback was resolved by Najian et al.
[14] who developed a duplex LAMP assay with the
aid of LFD; followed by the expansion of the tech-
nique to a triplex LAMP assay by Foo et al. [21]. The
incorporation of internal amplification control into
these assays to rule out false negative result caused
by amplification inhibitors has further enhanced
LAMP feasibility as an alternative molecular tech-
nique for detection of pathogens.

Fig. 8 Spiked stool analytical sensitivity on LAMP using 10-fold dilutions of E. histolytica trophozoites and analysed using (a) agarose gel
electrophoresis, (b) calcein-manganese dye and (c) LFD. L, 100 bp DNA ladder; N, negative control; 1–10, 10-fold dilution of trophozoites: lane 1,
106; lane 2, 105; lane 3, 104; lane 4, 103; lane 5, 102; lane 6, 10; lane 7, 1; lane 8, 0.1; lane 9, 10− 2; lane 10, 10− 3; lane 11, 10− 4. All the 3 post-LAMP
analyses recorded 1 trophozoite as LoD
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Conclusion
The analytical sensitivity comparison among the conven-
tional PCR, nPCR, qPCR and LAMP reveals that LAMP
outperformed the rest in terms of LoD and amplification
time. Meanwhile, all the 3 post-LAMP analyses appeared
to be similar in detection sensitivities. Hence, LAMP is a
relevant alternative DNA-based amplification platform
for sensitive and specific detection of pathogens.
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